
Page 1 of 8

© Annals of Translational Medicine. All rights reserved.   Ann Transl Med 2017;5(9):197atm.amegroups.com

Review Article

Coeliac disease and the videocapsule: what have we learned till now 
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Abstract: Celiac disease is diagnosed in part by finding areas of pathology in the small bowel (SB) mucosa. 
This can often be difficult because the pathologic alterations, including atrophy of the small intestinal villi, 
can often be sparse and subtle. Some of the quantitative methods for detecting and measuring the presence 
of villous atrophy from videocapsule endoscopy (VCE) images are presented and discussed. These methods 
consist of static features of measurement including texture, gray level, and presence and abundance of 
fissures contained within each acquired image. The methods also consist of dynamic measurements including 
spectral analysis, and determining motion from a sequence of endoscopic images as obtained from a VCE 
clip. Thus far, several methods have been found useful to characterize the SB mucosa of untreated celiac 
disease patients versus control patients lacking villous atrophy, which have revealed significant differences 
in texture, frequency, and motion on analysis of VCE. In untreated celiac patients undergoing endoscopy, 
there tends to be greater magnitude of changes and spatial differences in textural descriptors, longer periodic 
components, indicating slower periodic activity, and differences in feature location, suggesting alterations 
in motility at areas of pathology as compared to patients without villous atrophy. Improvements in the 
quantitative analysis of VCE imaging in celiac patients is important to detect pathology in suspected patients, 
so that biopsies can be obtained from pertinent regions of the small intestinal mucosa. Improvements are also 
necessary so that patients with celiac disease can be monitored to evaluate the progress of mucosal healing 
after onset of treatment. 
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Introduction

Celiac disease affects approximately 1% of the worldwide 
population (1). Many patients with celiac disease go 
undiagnosed, even in developed countries, owing to the 
difficulty in making a diagnosis (2). Generally, serum 
antibody tests are used in screening for celiac disease (3). 
However, these tests may occasionally be falsely positive or 
negative (4). The reference standard for diagnosis is biopsy 
to determine the presence of small bowel (SB) villous 

atrophy (5). The proximal duodenum is most commonly 
affected by the disease; however, patients generally also 
have atrophy in the jejunal or ileal mucosa. Villous atrophy 
is graded by analyzing histopathologic changes using light 
microscopy (6). Therefore, videocapsule endoscopy (VCE) 
can be used to image more distal regions of the SB where 
atrophy may occur, although biopsy cannot yet be obtained 
with any of the commercially available VCE devices (7). 
Nevertheless, the resolution of both standard endoscopy and 
VCE is improving, which is useful to more carefully detail 
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the small intestinal mucosal surface for determining the 
presence of pathologic alterations. The gross macroscopic 
features include the presence of protrusions, fissuring of the 
surface, a mottled appearance, and scalloping of the mucosal 
folds (see Figures 1,2) (8,9).

An important quantitative problem in celiac disease 
research is to determine areas where pathology may 
occur, that can then be biopsied or flagged for closer 
inspection. Villous atrophy is often patchy and subtle in 
gross macroscopic appearance. Therefore it can be readily  
missed (10). There may be a tentative diagnosis based on 
antibody serology, as well as genetic tests, but at present 
these are not considered definitive. Furthermore, in some 
patients there may be no evident villous atrophy (11). 
For proof that some untreated celiac patients lack villous 
atrophy, careful high-resolution analysis of the entire SB 
mucosal surface is required. 

Celiac patients react to gluten and its components, a 
protein found in wheat, rye, and barley grains (12). The 
current treatment remains maintenance on a gluten-

free diet (GFD). The villi of the SB often heal, though 
this may require months or even years, and may never be 
complete (13). Systemic manifestations of the disease, in 
which there is autoimmune reactivity to transglutaminase 
in other organs, can also reduce or completely resolve 
when patients maintain a GFD (14). To check progress of 
mucosal healing during treatment, serum antibody tests 
and follow-up endoscopy with biopsy are utilized. When 
gross structural changes occur including the disappearance 
of mucosal crevices, reduction in the mottled appearance 
and/or in the scalloping of mucosal folds, and lesser degree 
of villous atrophy, as much as they can be visualized, as 
well as improvement in indices of villous atrophy under 
light microscopy, these indicate progress in reducing or 
eliminating the autoimmune reaction. 

In this work, some of the quantitative methods for 
analyzing VCE images for presence of pathology such 
as villous atrophy are reviewed, and possible future foci 
and directions for analysis are discussed. By improving 
the quantitative analysis of endoscopic images, along with 
the increasing temporal and spatial resolution of these  
images (15), it should be possible to detect subtle, patchy 
presence of pathology in the SB mucosa, and to improve 
the grading system so that progress on a GFD can be more 
accurately gauged.

Methods

Clinical protocol

For the images shown in this review, VCE data were 
obtained retrospectively from celiac patients prior to or 
within 3 months of onset of a GFD. In these patients, a 
diagnostic biopsy was obtained prior to onset of the GFD. 
Light microscopic analysis showed Marsh grade II-IIIC 
lesions. VCE data was also obtained retrospectively from 
control (non-celiac) patients lacking villous atrophy. All of 
the patients were evaluated at Columbia University Medical 
Center, New York. Informed consent was obtained from 
all patients prior to VCE. The indications for the VCE 
procedure were screening for celiac disease and Crohn’s 
disease, bleeding of unknown origin, iron deficient anemia, 
and chronic diarrhea. Pediatric patients, pregnant women, 
and patients with a history of intestinal obstruction, 
presence of a pacemaker, or chronic use of non-steroidal 
anti-inflammatory drugs (NSAIDs) were excluded from the 
study. For analysis, only complete VCE studies, reaching 

Figure 1 Example of scalloped mucosal folds, untreated celiac 
patient, duodenum. Notice the multiple indentations in the folds 
on the right-hand side.

Figure 2 Example of mottled mucosal appearance, untreated celiac 
patient, duodenum. This is quite evident particularly on the right-
hand side of the image.
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the colon, were used. Retrospective analysis of VCE data 
was approved by the Internal Review Board of Columbia 
University Medical Center.

Data acquisition

The PillCam® SB2 capsule that was used for imaging 
was manufactured by Given Imaging®, Yokneam, Israel 
(now part of Medtronic, Inc.) (16). The system includes a 
recorder with harness and battery pack with charger, a real-
time viewer, antenna lead set, and connecting cable. The 
capsule measures 26 mm × 11 mm in dimension, and the 
frame rate is two digital images per second. All subjects 
swallowed the PillCam® SB2 capsule, having a radio 
transmitter, following a 12-h fast, and wore a small portable 
recording device. The recorder received radioed images 
via a sensor array that transmitted signals acquired by the 
capsule camera as it passed through the GI tract. The 
procedure began early in morning by swallowing the capsule 
with approximately 200 mL of water, and investigation 
was terminated either upon arrival of the capsule in the 
cecum, or after eight hours. Subjects were allowed to drink 
water two hours after ingesting the capsule, and to eat a 
small meal after four hours. Videos were reviewed and 
interpreted by an experienced gastroenterologist using an 
HIPAA-compliant PC-based workstation equipped with 
analysis software. Videos were then exported for further 
analysis. Videoclips of 200 frames each were acquired from 
five locations in the SB of each patient by the treating 
physicians. The five regions were: (I) the duodenal bulb; 
(II) distal duodenum; (III) jejunum; (IV) proximal ileum and 
(V) distal ileum. The recorded digital information was then 
offloaded to computer console, and videos from the small 
intestine were analyzed retrospectively.

For simplicity, measurements are often done using 
grayscale level images. To obtain grayscale images from 
color videoclips, a converting process is needed. Matlab 
code is often used for this purpose (17,18). MPG files, 
obtained upon acquisition of the videocapsule data without 
identifiers, were converted to PGM images, which have 
a straightforward format that can be easily utilized for 
analysis. The MPG files could be played in movie form to 
show capsule progress over a period of 50–100 sec. The 
spatial resolution of all acquired images was 576×576 pixels. 
In terms of the actually distances that the image covers on 
the mucosal surface being imaged, this will depend upon 
camera distance and angle to the surface. 

Measurements

There are several methods to detect pathology in the small 
intestinal mucosa of celiac disease patients. In this section, 
measurements made on VCE image series (videoclips) will 
be explored.

Textural components

Texture is often obtained using grayscale images, with gray 
values ranging from 0 (black) to 255 (white) (19,20). A 
commonly used measure of texture is the standard deviation 
or its square, the variance statistic (18). An important 
question to answer is to address how spatial and temporal 
differences in texture should be differentiated. Each 
endoscopic image likely encompasses an area of a few square 
centimeters, although this depends on the camera distance 
and angle from the mucosal surface. Moreover, if the 
camera angle is not normal to the mucosal surface, which is 
quite probably the case, then the spatial resolution will vary 
throughout the image, i.e., distortion of the field occurs. As 
a first approximation, each image can be treated as a single 
entity, with texture computed in the same manner over 
the entire image. Thus a single value of texture is obtained 
for each image. Alternatively, subimages can be formed 
(19-22), for example of fixed 10×10 pixel areas. Over the  
576×576 pixel image, there are 57×57 such subimages, with 
edges of 6 pixels not used. The use of a single quantifier 
for the entire image can be problematic, because detailed 
features that might be present are averaged. Yet, the use of 
fixed-location subimages can also be problematic, since any 
particular subimage may not necessarily capture the unique 
content indicating pathology, and additionally there may be 
overlap of pathologic and non-pathologic areas in a single 
subimage. However, use of these metrics can be helpful to 
obtain a global picture of the textural characteristics present 
in any particular image. If there is substantial pathology, 
it will be reflected in both of the aforementioned metrics 
(global and subimage regions). It would be expected that 
pathologic regions would be represented as areas of greater 
texture as compared with the relative uniformity of normal 
zones of the small intestinal mucosa. This would then be 
a working hypothesis used to analyze these regions, with 
the above-described textural descriptors or other textural 
descriptors.

An additional concern to be addressed in analyzing 
the VCE image series is that all images in the set require 
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consideration. Suppose that the variance descriptor is used 
to measure the texture of each image, and suppose it is a 
single, global (i.e., image-wide) measurement, rather than 
being measured separately in subimages. If there are 200 
images in the videoclip series, then there will be 200 such 
variance measurements, one for each image in the series. 
One way to characterize the series then, is by calculating 
the mean and standard deviation of the variance textural 
descriptor over the N=200 images in the series (23,24). If 
villous atrophy is present and it is patchy, thus being evident 
in some but not all images in the series, then a larger value 
would be expected for the mean (i.e., greater texture since 
pathology is present) and a larger value also for the standard 
deviation (i.e., greater variation in texture) as compared to 
videoclip series from control patients lacking pathology.

Spectral analysis

Spectral analysis can be useful to detect periodicities in 
videocapsule image series (22). Any such periodicity may 
arise from peristalsis as well as from fluctuations in the 
capsule orientation, and also from alterations in the degree 
of pathology as the capsule moves distally through the small 
intestine. When spectra of the image series are obtained, 
they represent points in both time and space. Each image 
is obtained at a 0.5 second increment in time. The average 
distance the capsule travels distally along the small intestine 
in that interval is variable, but on the order of millimeters. 
Moreover, it is possible for the capsule to stall or even to 
move retrograde for some time, depending on the motion 
of the small intestinal wall in proximity to the capsule. More 
recently, capsules have been designed to update the image 
snapshot with variable time increment (25). Sensors within 
the capsule estimate motion, and fewer images per time 
are acquired when the capsule is moving more slowly or is 
stalled in its location. Conversely, this videocapsule obtains 
images more rapidly when the distal velocity increases. For 
simplicity, the average image grayscale level measured for 
all images in the series, can be used to generate a frequency 
spectrum. The spectrum would be expected to show any 
periodicities in the average gray level over 200 frames  
(100 seconds time interval). Spectral peaks indicating 
periodicity would be anticipated to occur for example, 
due to peristalsis. Each time a contractile wave passes the 
capsule, it may cause it to orient itself in one direction, 
i.e., along the local long axis of the small intestine, due to 
the constriction process. The view along the long axis of 
the small intestine usually includes darker areas which are 

farther from the capsule. After the peristaltic wave passes, 
the capsule would be freer to orient randomly, and would be 
more likely to turn toward the mucosal wall. 

The variance textural descriptor can similarly be used to 
generate frequency spectra (22). Obtained by measurement 
over the entire image, there is again one such descriptor 
per image, and 200 measurements are made over the 200 
image series. This descriptor would be expected to detect 
any periodicity in the degree of patchiness of the villous 
atrophy or other pathology. Were a particular image to be 
composed of patchy villous atrophy, the variance descriptor 
would be expected to be large in magnitude. For other 
images, lacking villous atrophy, the variance descriptor 
would be expected to be lesser in magnitude since the 
normal villi and the overall mucosal structure would be 
more uniform. Variation from one image to the next, would 
cause spectral peaks to be generated. Conversely, if there is 
uniform pathology and texture throughout the image, the 
variance descriptor would be smaller in magnitude. Other 
areas, in other images, having normal villi, would also have 
low values for the variance descriptor due to uniformity. 
Thus in this case, few spectral peaks would be expected to 
be evident. However, by using the mean textural descriptor, 
large values for mean grayscale level would be anticipated 
to be measured where pathology is evident and uniform 
throughout a particular image, and smaller mean grayscale 
level values would be expected in images with normal villi; 
thus in this case peaks in the frequency spectrum would 
likely be more prominent. The presence of spectral peaks 
represents periodicity (when a single or a few spectral peaks 
are present), but this is also evidence of high variation 
in measured values from one image to the next, without 
substantial periodicity in the variability (generating many 
spectral peaks). 

Motility

Currently, methods are being developed to measure 
actual motility in the small intestine directly. However, 
indirect measures of motility can presently be obtained 
from videocapsule image series (26). As the intestinal wall 
becomes more distant from the capsule lens, the acquired 
image becomes darker in proportion to the inverse square 
law of light. Within an image, the camera view along the 
long axis of the small intestine is always darker for this 
reason. The mucosal surface viewed along the long axis is 
relatively distant from the camera lens. These areas tend 
to be the darkest areas in the image (Figure 3). Movement 



Annals of Translational Medicine, Vol 5, No 9 May 2017 Page 5 of 8

© Annals of Translational Medicine. All rights reserved.   Ann Transl Med 2017;5(9):197atm.amegroups.com

of the capsule away from the long axis, and movement of 
the intestinal walls along the long axis, will both alter the 
amount of distant, dark surface in the camera image view. 
This phenomenon can be used as an indirect measure 
of small intestinal motility (26). One metric that can be 
extracted for this purpose is the dark surface area in the 
image, with a threshold grayscale level used to detect very 
dark (and usually distant) surfaces (grayscale values lower 
than threshold are selected). Another metric that can be 
extracted is the centroid (x- and y-axis centers) of the dark 
region. One further metric would be the maximal width 
of the dark region. Over the image series, the variation of 
the area, maximal width, and centroid location are indirect 
indicators of the degree of motility of the small intestine 
in proximity to the capsule. Variations in these parameters 
are indicative of differences in motility. This information is 
potentially useful to discern areas with versus those without 
villous atrophy or other pathology in the small intestine (26).

Results

Visual methods

With the increasing spatial resolution now becoming 
available for videocapsule data acquisition, it will be 
possible to detect villous atrophy by visual inspection of 
VCE images (27,28). More macroscopic alterations in the 
mucosa including scalloping, mosaicism and reduced folds 
can also be observed in and can be assistive for diagnosis of 
celiac disease (29). Other groups have similarly found VCE 
to be helpful in determining the presence of villous atrophy 
in suspected celiac disease patients (30-32). VCE can also 
be implemented to evaluate celiac disease in the settings of 

ongoing villous atrophy even after GFD treatment (33).

Videocapsule quantitative features

Computer-aided decision (CAD) is emerging to assist in 
the detection of villous atrophy during screening for celiac 
disease with VCE (34). With present-day technology, it 
is now possible to improve the endoscopic detection of 
intestinal mucosa alterations due to celiac disease using an 
expert system combined with textural analysis (35). Local 
binary pattern (LBP) operators and wavelet transform 
subbands are both useful to subdivide regions of atrophy 
into a four-class system according to the Marsh score (36). 
Narrow-band imaging (NBI), which utilizes blue and green 
wavelengths of light for illumination, can be incorporated 
for contrast enhancement of vascular patterns on the 
mucosal surface (37). It is also possible to inspect multiple 
mucosal layers simultaneously for the presence of pathology, 
using confocal laser endomicroscopy, also known as visual 
biopsy (38). The scale invariance property of multi-scale and 
multi-orientation wavelet transforms can also be applied for 
texture recognition and classification of pathologic regions 
in VCE images acquired from untreated celiac disease 
patients (39). Distortion-correction to account for viewing 
angle, when applied to endoscopic duodenal imagery, has 
been tried; however it does not readily improve automated 
classification of the celiac disease affected mucosal patches.

Videocapsule quantitative characteristics

Untreated celiac patients with villous atrophy in the small 
intestine tend to have significantly greater texture, in terms 
of the variance descriptor as compared with controls lacking 
villous atrophy (19,20). Furthermore, celiac imaging data 
tends to exhibit significantly greater variation in the mean 
value textural descriptor over the image series as compared 
with controls. In celiac patients, the dominant spectral 
peak (i.e., the tallest spectral peak in physiologic range) is 
of significantly lower frequency in untreated patients with 
celiac disease versus controls (26). These descriptors can be 
utilized to construct nonlinear discriminant functions for 
classification of untreated patients with celiac disease versus 
controls, with improved sensitivity and specificity.

Another form of analysis utilizes basis images, which are 
reconstructed VCE images with salient features reinforced 
(40,41). Images with villous atrophy, obtained from patients 
with untreated celiac, tend to show greater variation in the 
mean gray level texture descriptor over the videoclip image 

Figure 3 Example of dark region—long axis, untreated celiac 
patient, duodenum. This region appears at lower right in the 
image and represents the long axis of the small intestine in the 
local region. The region is dark due to the distance of the mucosal 
surface along this axis.
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series as compared with control patients with no villous 
atrophy. Moreover, an increased mean gray level texture 
variation observed in untreated celiac patients has been 
correlated with a lower frequency of the dominant spectral 
peak. There is also a significant correlation between an 
increased variance texture descriptor observed in patients 
with untreated celiac and a lower frequency of the dominant 
spectral peak. Thus celiac patients tend to have substantial 
variation in texture over image series, and lower frequency 
component values (indicative of longer periodicity) as 
compared with control individuals without SB pathology.

In terms of indirect motility measurements obtained 
by thresholding the lowest grayscale VCE image pixels, 
this metric has been found useful to distinguish untreated 
celiac patient VCE imaging data versus controls (26). 
Using the standard deviation of the xy centroid and the 
mean and standard deviation of the maximal width, celiac 
patient data can be distinguished from controls using a 
three-dimensional (3D) scatterplot, with sensitivities and 
specificities greater than 90% at most of the defined regions 
along the SB. A nonlinear discriminant function is again 
utilized in each case to solve the two-class problem. Thus, 
several descriptors are currently used for detecting and 
characterizing villous atrophy from VCE imaging.

Discussion

Summary 

In this review, methods used to the present day, for 
quantitative detection and analysis of villous atrophy in the 
small intestinal mucosa of celiac disease patients using VCE 
images series were described and discussed. 

Deficiencies in current methods of videocapsule image 
measurement

Although the results that were reviewed herein are 
promising, there are potential drawbacks to all of the 
described methods. A main drawback is in the data 
acquisition component of the analysis—areas with subtle if 
any pathology, not readily detectable by visual inspection 
or computerized means, but in areas of biopsy-proven 
villous atrophy, should be used as a suitable challenge of 
the efficacy of the methodology in future studies. Thus the 
images used for analysis of untreated celiac patients would 
then more likely have only subtle differences in textural 
magnitude and variation, and subtle variation in other 
quantitative features, both within each image and over an 

image series. This is important to improve the technology 
over the present day. Control patient data on the other 
hand, should consist of images with suspected pathologic 
regions, caused by other than villous atrophy, which do not 
necessarily have a uniform and smooth appearance. These 
latter images would be anticipated to possess properties 
of textural magnitude and variation more similar to those 
observed in untreated celiac patient images, making the 
differentiation between these two classes more difficult. 
This is also important to improve the technology over what 
is currently available.

A further challenge for future work in videocapsule 
analysis would be to analyze untreated celiac images 
without any evidence of pathology in the gross macroscopic 
structure, throughout the small intestine. Some celiac 
patients have a villous atrophy grade of 2 or less, meaning 
that at the microscopic level, differences in cellular 
properties are apparent, but there may be little or no 
macroscopically evident changes in the structure of the 
intestinal villi. By developing means to detect minute or 
subtle structural changes via videocapsule endoscopy in 
these regions, celiac disease could become detectable in 
cases where it would otherwise be missed. Furthermore, it 
is unclear at present whether untreated celiac patients who 
seem to lack any small intestinal villous atrophy on biopsy 
might in fact have villous atrophy that has been missed due 
to subtlety and patchiness. The question of whether there 
are untreated celiac patients without any villous atrophy 
remains unanswered.

Moreover, a major drawback to videocapsule endoscopy 
is the frequent presence of extraneous and opaque 
substances and air bubbles in the field of view (Figure 4). It 
is possible to use edge detection methodology to find areas 
with air bubbles and mask them (42). This can be of major 

Figure 4 Examples of substantial presence of air bubbles and 
opaque fluid, untreated celiac patient, duodenum. The opaque 
fluids are the yellow materials, mostly located on the left side of 
the image. A cluster of air bubbles can be observed at right middle.
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concern since if left within the image, the appearance of 
air bubbles potentially invalidates many types of feature 
measurements and particularly, textural descriptors. The 
presence of extraneous and opaque substances can likewise 
alter measurements and obscure features important to 
the detection and characterization of villous atrophy. Any 
method utilized for recognition of these unwanted materials 
should include a paradigm to mask them, and to account for 
the resulting decrease in field-of-view in each image when 
tabulating measurement data and comparing image-to-
image changes.

Conclusions

For quantitative analysis of videocapsule endoscopy images, 
textural descriptors are the mainstay in the quantitative 
detection and characterization of villous atrophy. However, 
frequency analysis and motility estimates have also been 
successfully used to determine differences in pathologic 
versus normal regions, as measured from videocapsule 
endoscopic image series. Furthermore, enhancements 
in the available acquisition and visualization methods 
for this purpose, have led to the possibility of detecting 
villous atrophy by visual inspection when an expert 
observer peruses the image series. Use of visual inspection 
is potentially desirable for straightforward detection 
of pathology, but this modality is potentially limited 
by observer bias and the possibility of missed regions 
of atrophy. Other enhancements likely to be of great 
importance in future studies include the use of scale-
invariant features and measures to reduce distortion caused 
by viewing angle and artifacts, and distortion correction 
methods (43).
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