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Introduction

Prior reviews of penile prosthesis surgery results that 
are available in the literature often stratify findings only 
according to prosthesis type (e.g., two-piece and three-piece 
prostheses) and do not delineate results by model type (e.g., 
Coloplast Titan). Furthermore, the urological literature 
has historically published separate reviews of prosthesis 
implantation results for either cis or transgender males. 
This narrative review examines technological and surgical 
developments in penile prosthesis implants—with a focus 
on retrospective results of penile prosthesis surgeries by 
implant type and model in both cis and transgender males.

The first autologous penile implant was designed by 
the Russian surgeon Nikolaj A. Bogaraz using a patient’s 
own rib cartilage in 1936. Nearly 40 years later, in 1973, 
the Small-Carrion malleable prosthesis and first inflatable 

penile prosthesis (IPP) were introduced. Today, penile 
implants have become the gold standard for several 
morbidities in men, including medically refractory erectile 
dysfunction (ED) and penile trauma. There are three main 
types of penile devices available for prosthesis implantation: 
the semi-rigid or malleable, the two-piece inflatable, and 
the three-piece inflatable. Each prosthesis involves a unique 
surgical approach and technique for implantation. The 
three-piece prosthesis is considered by many urologists to 
be superior to the two-piece prosthesis and is reportedly 
used in over 80% of penile implant surgeries (1). 
Additionally, three-piece IPPs are also the most common 
implanted prosthetic penile devices in transgender males (2). 
To date, penile prosthesis technology has culminated in the 
three-piece prosthesis—yet the best implant for transgender 
men undergoing phalloplasty is still being studied. The 
progression of penile prosthesis technology presented 
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in this review will help better evaluate implant efficacy 
metrics (e.g., infection rates and patient satisfaction) in cis 
male and transgender recipients. Table 1 identifies the most 
common penile prosthesis models implanted by surgeons. 
Figure 1 highlights historical milestones in the surgical and 
technological advancement of penile prostheses. We present 
the following article in accordance with the Narrative 
Review Reporting Checklist (Available at: http://dx.doi.
org/10.21037/tau-20-1279).

Methods

A scientific literature search utilizing Medline was 
performed to comprehensively determine technological 
advancements and surgical results for penile implants from 
1973—the advent of modern malleable and inflatable penile 
prostheses—to the present time. Keywords including “penile 

prosthesis surgery”, “malleable penile prosthesis”, “inflatable 
penile prosthesis”, “transgender penile prosthesis”, “two-
piece IPP”, and “three-piece IPP” were used to identify 
appropriate articles to include in this narrative review. 
Only peer reviewed articles published in English were 
included. Seventy six publications were included. Studies 
which presented results from retrospective penile prosthesis 
placements were prioritized for their value in evaluating 
comparative metrics (e.g., infection and complication rates) 
across penile prosthesis types and models.

Malleable prostheses

Historical perspective

Malleable penile implants were the first mainstream penile 
implants of the modern era. The advent of new polymers 

Table 1 Modern penile implants

Implant type Manufacturer Model Antibacterial Design
Cylinder lengths 
(cm)

Cylinder 
diameters (mm)

Year released

Semi-rigid Mentor (Coloplast) Small Carrion Prosthesis – Discontinued model 1975

Dacomed Omniphase/Duraphase – Discontinued model 1986

Mentor (Coloplast) Acu-Form (predecessor 
to Genesis)

– Discontinued model 1998

Coloplast Genesis
TM

 (2004) Hydrophilic 
polyvinylpyrrolidone 
coating

14–23; 16–25; 
18–27

9.5, 11, 13 2004

AMS-BSCI Spectra
TM

 (2009) None 12, 16, 20 9.5, 12, 14 2009

BSCI Tactra – Cut to length 
sizing

– 2019

Two-piece 
inflatable

Brantley-Scott Inflatable – – 1973

Mentor GFS Mark II – Discontinued model 1988

AMS-BSCI Ambicor
TM

None 14, 16, 18, 20, 22 12.5, 14, 15.5 1994

Three-piece 
inflatable

Coloplast Titan Hydrophilic 
polyvinylpyrrolidone 
coating

11, 14–28 (even 
sizes)

13, 14, 15, 16 1983 first 
version of 
3-piece release

Titan NB 11, 14 11, 12

Titan OTR 11, 14–28 (even 
sizes)

13–16

Titan OTR NB 11, 14 11, 12

AMS-BSCI AMS 700
TM

 CX Inhibizone
TM

-
minocycline and 
rifampin 

12, 15, 18, 21 12–18 1983 first 
version of 
3-piece released

AMS 700
TM

 CXR 12–18 (even 
sizes)

9.5–14.5

AMS 700
TM

 LGX 12, 15, 18, 21 12–18
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in the late 1960s allowed for the creation of a silicone 
prosthesis that was implanted through a dorsal penile 
incision. In 1973, Drs. Hernan Carrion and Michael Small 
were some of the first researchers to publish on successful 
malleable penile prosthetic implantation in patients (3). The 
Small-Carrion prosthesis was made of a silicone-sponge 
interior encased in a medical-grade silicone shell, available 
in four lengths ranging from 12–15.8 cm and two diameters, 
0.9 and 1.1 cm. Drs. Carrion and Small used a perineal 
approach for implantation, to avoid previously documented 
complications with the dorsal approach and to eliminate 
penile scarring. For malleable prosthesis recipients, the 
penis remains in a semi-rigid state permanently, and the 
patient can bend the prosthesis upwards in order to engage 
in sex.

Technological development of malleable prostheses

The Jonas malleable penile prosthesis, considered to be the 
first true marketable malleable implant, was introduced in 

1980 (4). This implant included a malleable silver core, to 
allow for the phallus to hang in a more dependent fashion 
when not needed for intercourse, while still having the 
capability to project at a right angle prior to sex. Results 
from the Jonas penile prosthesis implantation using a peno-
scrotal approach were reported from 69 patients between 
1980–1982, with only two reported cases of post-operative 
infection (5). In 1983, the AMS (now owned by Boston 
Scientific) malleable 600 model series malleable penile 
prosthesis was introduced. The AMS device contained a 
stainless steel wire core with a silicone rubber exterior; 
it included a cone-shaped proximal cylinder design and 
distal tapered end to conform to a patient’s crus and glans, 
respectively (6).

Early evaluations of patient satisfaction with Jonas and 
AMS prostheses implants indicated high overall satisfaction 
rates (~90%), but lesser satisfaction with respect to 
concealment and fit of clothing with the implant in place 
(~65%) (6). In 1992, the Duraphase II penile prosthesis was 
invented, which consisted of a polyethylene disc exterior 

Figure 1 Developmental milestones of modern penile prostheses.
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surrounding a metal cable core; this model was designed to 
improve upon the mechanical strength, concealment, and 
positional memory of earlier implant models. Along with 
the American Medical Systems 600M and 650 devices, the 
Duraphase-II remained a popular penile implant option 
throughout the 1990s.

In 2004 and 2009, respectively, the Coloplast Genesis 
(Figure 2) and AMS Spectra malleable implants were 
introduced. These continue to be the most commonly used 
malleable prostheses in the United States (7). Malleable 
prostheses are most commonly implanted in patients who 
have difficulty with the hand dexterity involved in pumping 
a two- or three-piece prosthesis and in spinal cord injury 
patients (8). The prostheses are also used in the malleable 
implant salvage technique (MIST) described by Mulcahy.

New Tactra and touchless memory shape prostheses
In April 2019, the U.S. Food and Drug Administration 
approved Boston Scientific’s new Tactra malleable penile 
prosthesis. The device has a nickel-titanium alloy core 
encased by a proprietary dual-layer silicone exterior. The 
implant has trimmable exterior etchings for corporal size 
optimization during the operation as well as insertion-
fit rear tip extenders (RTEs) for secure crural placement. 
The Tactra prosthesis is indicated to have an enhanced 
ease of implantation, a high level of rigidity for coitus, 
as well as dependable concealment for periods outside 
of sexual function. The Tactra prosthesis is currently 
being investigated in a post-market clinical trial study of 
approximately 140 patients.

In an effort to simplify current IPP technology, Le et al.  
are investigating a novel “touchless” memory shape IPP 
with a nickel-titanium alloy (Nitinol) exoskeleton (9). 
Through an external magnetic inducer wand, the nitinol 
core within the implant expands and hardens, allowing 
the patient to achieve an erection. This process is known 
as magnetic induction, whereby a magnetic field excites 
metal molecules to produce an electric current and heat. 
The increase in heat causes the Nitinol to expand into 
an “erect” state. Initial proof of concept experiments 
compared the device to existing inflatable and malleable 
penile prostheses and found a similar resistance to buckling  
[2.62 kilogram-force (kgf.)] as the conventional inflatable 
(1.42 kgf) prosthesis (10). Subsequent experiments by the Le 
et al. research team focused on efficacy of device activation. 
Most recently investigators found that the magnetic 
field penetrated tissue and activated the IPP in under  
45 seconds (9). Experts have noted skepticism of this new 
device due to potential damage to tissue as a result of 
internal temperature increases and complications associated 
with device activation (11). Research into this radically 
novel type of prosthesis is in very early stages. Though 
apparent pros include fewer moving parts, less invasive 
activation, and potentially reduced mechanical failure, it 
remains to be seen how big of a role this new technology 
will play.

Surgical considerations and post-operative results for 
malleable implants

The Coloplast Genesis has design specifications including 
a hydrophilic coating which allows surgeons to customize 
antibiotic preparation. It remains the only malleable 
implant with an antibiotic/hydrophilic coating. In research 
comparing the Genesis and AMS Spectra models, no 
statistically significant differences were identified regarding 
the 11 criteria enumerated in the Erectile Dysfunction 
Inventory of Treatment Satisfaction (EDITS) questionnaire.

Semi-rigid/malleable prostheses are implanted through 
a distal sub-coronal penile approach. To prevent excessive 
bending of the device during implantation, it is necessary 
to use slightly larger corporal incisions than those used for 
inflatable cylinders (12).

Malleable prostheses play a vital role in the Mulcahy 
salvage protocol (13). In this procedure, a malleable device 
is implanted in the same surgery as IPP removal in attempt 
to decrease fibrosis and preserve penile length (14,15). This 
procedure requires less time than re-implantation of a two- 

Figure 2 Genesis malleable penile implant. Source: Coloplast.
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or three-piece IPP, as well as the theoretical advantage of 
less components at risk for reinfection (4).

There are multiple studies on post-operative results and 
patient satisfaction with malleable prostheses. Documented 
infection rates range from 1.4% to 8.3%. Published 
values of erosion (1.4–5.1%) and mechanical dysfunction 
(0.5% and 12%) are also documented. General patient 
satisfaction rates in retrospective surveys range from 
69–86.6% depending on malleable model. Table 2 presents 
post-operative results from malleable penile prosthesis 
implantation surgeries (16-20).

Inflatable prostheses

Two-piece IPP

Historical perspective
The development of IPPs began with the release of 
the Hydroflex inflatable one-piece penile prosthesis in  
1985 (21). The AMS Dynaflex was released five years 
later in 1990. High rates of mechanical failure requiring 
device explantation were reported for the one-piece IPP 
and survival for multicomponent IPPs was found to be  
greater (22,23).

The Mentor GFS (Girth, Flacidity, and Simplicity) 
two-piece IPP was first introduced in 1988. This IPP 
featured a combined fluid reservoir and pump implanted 
in the scrotum. From limited published studies, patients 
implanted with the device had a satisfaction rate of 86%; 
mechanical malfunctions were reported by 14–32% of 
implanted patients (24,25). The Mark II was the subsequent 
iteration of the device which eliminated the use of tubing  
connectors (26).

Technological development of two-piece prostheses
The Ambicor prosthesis (Boston Scientific), introduced 
in 1994, upgraded the pumping system of the Dynaflex 
one-piece prosthesis to obviate the need of including the 
reservoir within the penile anatomy. Instead, a separate 
scrotal pump inflated the cylinders to achieve an erect state. 
Subsequent improvements to the prosthesis came in 1998 
and included reshaping of the RTE for more secure crural 
positioning as well as addition of extra protection to tubing 
exiting the pump. These improvements were investigated 
in a study of 146 men with a mean postoperative follow-
up of 38 months. The subjects reported overall satisfaction 
of 88% in a modified EDITS survey, with 86% of patients 
indicating they would recommend the prosthesis to a friend 

or undergo the surgery again if necessary (27).
Today, the Ambicor two-piece inflatable prosthesis, 

consisting of parylene-coated cylinders implanted in the 
corpora and a pump installed in a scrotal Dartos pouch, is 
the most popular two-piece IPP available in the US. The 
device is available in diameters ranging from 12.5–15.5 mm, 
lengths ranging from 14–22 cm, and RTEs ranging from 
0.5–3 cm which can be added to adjust proximal corporal 
and crural placement. The cylinder is inflated by squeezing 
the pump and is deflated with activation of a time-pressure 
valve, manually engaged by bending the penis either upward 
or downward for approximately 10s. In a recent literature 
review on two-piece IPPs published in 2018, overall 
complication rates were reported between 2.1–11.2%; 
mechanical failure rates from 0.7–6.1%, and infection rates 
from 0.7–4.8% (26). A 2018 literature review for Ambicor 
prosthesis implants placed in the past ten years identified 
patient satisfaction rates ranging from 75–96.4% (28).

Surgical considerations and post-operative results for 
two-piece implants
Despite the increased demand for 3-piece IPPs and 
expanded literature on their development and outcomes, 
two-piece IPPs are an important option for several ED 
patient populations. Compared to the three-piece IPP 
which requires approximately 10–14 squeezes to harden, the 
two-piece Ambicor IPP only requires 3–6 pumps—making 
it ideal for those who have manual dexterity difficulties 
and hand strength impairment, such as the elderly (7). 
Additionally, a two-piece IPP should be considered in 
patients who have undergone surgeries that can cause 
retropubic scarring, such as pelvic organ transplants, as 
this makes intra-abdominal reservoir placement more  
difficult (7,29).

In spinal cord injury patients, two-piece prostheses 
provide a convenient solution for urinary management and 
sexual satisfaction (8). Two-piece IPPs are contraindicated 
in patients with pre-existing Peyronie’s disease as the 
cylinders may not provide optimum rigidity against heavy 
plaque deposits and may be difficult to position in the less 
elastic tunica albuginea (28). Two-piece prostheses have 
been used to complete neophallus construction surgeries 
in female to male transgender patients and may have an 
important role is this population, as will be discussed later 
in this article.

Studies on post-operative and patient satisfaction results 
for two-piece IPP implantations were reviewed and are 
presented in Table 3 (27,29-31). Published infection rates 
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range from 0.7% to 7.5%. Four cases of erosion and 12 
cases of mechanical dysfunction were identified across all 
combined reviewed studies, which primarily focused on the 
AMS Ambicor model. General patient satisfaction rates 
varied from 80–96.4% across the studies.

Three-piece inflatable prostheses

Historical perspective
Three-piece penile prostheses are estimated to account 
for over 80% of the market share of penile implants in the 
US (1). As such, considerable attention will be given to the 
3-piece IPP technology and surgical development in this 
section. Prototypes of three-piece IPP devices were first 
released in the early 1980’s. These devices consisted of the 
same components which make up the modern 3-piece IPP: 
dual intra-corporal inflatable cylinders, a scrotal pump, 
and a fluid reservoir implanted in the abdomen. Three-
piece IPPs underwent rapid technological progress through 
the 80s and 90s, and complication rates dropped from 
over 50% at their introduction to only 13% at a four-year 
follow-up (32). Three-piece penile prostheses are implanted 
through either infra-pubic or trans-scrotal approaches. A 
peno-scrotal approach has advantages including lowered 
risk of dorsal nerve injury, increased corporal visualization, 
and better facilitation of scrotal pump placement. Infra-
pubic approaches have been cited to have decreased device 
placement time and more direct visualization of reservoir 
insertion (4).

Technological development of three-piece prostheses
Cylinder development
The first three-piece IPPs were made of silicone or other 
flexible polymer materials. Poltetrafluoroethylene (PTFE) 
sleeve coverings, to reduce wear between silicone parts, 
were introduced in 1983 in the AMS 700 model (33). Recent 
cylinder improvements include increased prosthesis girth, 
controlled length expansion potential, and increasingly 
stable RTEs which snap or screw in place, alleviating 
the issue of cylinder disconnection from the proximal  
corpora (34).

In 1987, AMS released its AMS 700 CX model which 
consisted of a sturdier, 3-ply material design involving 
an inner bulk silicone base covered by a unidirectional 
Dacron-Lycra weaved layering (33). This cylinder design 
resulted in less pressure on the patient’s corpora during IPP 
inflation (35). The dacron-lycra layer in the AMS 700 and 
similar polyurethane layer of the Titan Coloplast implant T
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are also recommended for patients with tunica albuginea 
defects to limit aneurysm formation (36). In 2001, AMS 
included a Parylene microcoating to improve their cylinder 
performance via increased durability and decreased friction 
between cylinders. Researchers found that the Parylene 
coating improved 3-year revision free survival from 78.6% 
to 87.4%, when compared with non-coated AMS 700 
implants (12).

In 1981, RTEs were added to IPP technology (37). These 
silicone tips are added to the proximal end of corporal 
cylinders to allow for more secure placement and decrease 
cylinder wear. The use of RTEs is called for only in smaller 
to medium size penises (less than 18 cm). In 2006, new 
RTE design allowed for more secure cylinder placement. 
Snap fit RTEs by AMS are available in sizes from 0.5–6 cm.  
Titan cylinders have screw-on RTEs available in sizes 
from 1–3 cm. The use of RTEs in prosthesis surgery 
has reportedly increased from 6–8% in 2000 to 93% in  
2015 (38).

In 1990, AMS introduced the Ultrex cylinders, which 
allowed for increased cylinder girth expansion from a 
bidirectional fabric layer (34). The middle fabric layer of 
the Ultrex IPP was replaced with a stronger material three 
years later in 1993 (modified Ultrex). These improvements 
led to increased device reliability and patient satisfaction. 
A 2002 study compared the modified Ultrex and older 

Ultrex model—the modified Ultrex exhibited higher 
5-year estimates of overall (64.7% vs. 77.7%, P=0.23), 
mechanical (70.7% vs. 93.7%, P=0.017), and cylinder 
survival (77.7% vs. 96.2%, P=0.008) when compared to the 
original Ultrex model (39). AMS subsequently changed the 
name of the Ultrex to the Length Girth Expansion (LGX). 
The diameter of the proximal ends of the cylinders were 
narrowed in the LGX model, with allowance for extension 
with snap on RTEs. In addition to increased girth, the LGX 
model is also implicated to increase mean penile length 
postoperatively (40). Narrow cylinders from AMS and 
Coloplast are also available for patients with smaller penises 
and/or fibrotic corpora (34). AMS first introduced narrower 
cylinder models, the 700 CXM and CXR models, in 1990. 
The Coloplast Titan (Figure 3) also offers a narrow base 
model. Both the AMS and Coloplast reduced girth models 
are suggested for multi-component prosthesis implantation 
in patients with significant corporal scarring and Peyronie’s 
Disease (41).
Antibacterial coatings
As with any surgically implanted device, infection is a 
concern in IPP placement. To help prevent infection, 
manufacturers began making IPP implants with hydrophilic 
material that can be soaked in antibiotic solutions. IPP 
antibacterial coatings elute from the device throughout 
approximately two weeks after device implantation. 
Antibacterial delivery through IPPs is an important aspect 
of implant design, said to have reduced rates of infection 
from 3–5% to 1–2% (42).

AMS first introduced the Inhibizone™ coating to 
its implants in 2001. This coating is a combination of 
Minocycline Hydrochloride and Rifampin, and has been 
shown to be particularly effective against Staphylococcus, 
the most common source of device infection (34). Reported 
infection rates for primary implants range from 1% to 
1.61% (43,44).

Shortly thereafter Coloplast introduced its hydrophilic 
coating, polyvinylpyrrolidone, to all its Titan implants 
in 2002. This coating reduces bacterial adherence and 
absorbs any water-based antibiotic chosen by the surgeon 
before implantation (45). Comparison of Titan coated 
implants vs. non-coated implants revealed a lower infection 
rate (P=0.033) in the Titan coated (1.06% of 2,357 
patients) compared with non-coated implants (2.07% of  
482 patients) (45). Several studies performed on the 
Coloplast Titan implant compare the efficacy of different 
adsorbed antibacterial cocktails to prevent infection when 

Figure 3 Titan touch three-piece IPP. Source: Coloplast.
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compared with the AMS Inhibizone implant (46,47). 
Experts recommend that the Coloplast Titan is coated with 
a rifampin/gentamicin mixture prior to implantation (47,48).
Pump development
In 2004, the Tactile pump was introduced to three-piece 
IPPs. This innovation allowed for increased volumetric 
fluid per squeeze, enhanced scrotal pump manipulation 
by implant patients, and easier device deflation (34). A 
blinded study of the older 700 Series pump and the Tactile 
pump reported that patients had an easier time locating the 
pump (100%, P<0.001) and deflating the pump (96.7%,  
P<0.001) (49). AMS introduced the Momentary Squeeze 
pump in 2006, which facilitated quicker and easier pump 
deflation. The Momentary Squeeze mechanism allowed for 
full deflation in 2–4 seconds and only required a single press 
of the depressurization button, improving on the older 
model which required continuous pump deflation as well as 
simultaneous squeezing of cylinders, to fully deactivate the 
IPP. This new design also included a smaller pump body 
and lockout valve. A study of the 10-year survival rate of the 
AMS 700CX IPPs with the touch pump and the momentary 
squeeze pumps identified respective device survival rates of 
77.6% and 82.5%. Nearly 91% of patients continued to use 
the device and were engaging in sexual intercourse (35).

Coloplast received approval for its One Touch Release 
(OTR) pump system in 2008. This improvement included 
deflation “Touch Pads” on either side of the pump, 
providing palpable features to deflate the pump with one 
hand. The OTR pump was smaller size than prior models 
and made from a stronger silicone material, to improve 
device toughness.
Reservoir development
Auto-inflation of reservoirs is an IPP complication thought 
to be caused by the formation of a tissue capsule around 
the reservoir (50). In 2000, Coloplast introduced a textured 
reservoir to limit encapsulation by increasing surface 
area (34). The same year, Coloplast further upgraded the 
reservoir design to include a Lock-out Valve™, also meant to 
prevent auto inflation (33). This was shown to successfully 
reduce auto inflation from 11% in the older technology to 
1.3% in the newer technology (22). While auto-inflation 
can be considered a benign complication of IPP placement, 
more serious cases may require a capsulotomy to free up 
and reposition the reservoir (24).

Reservoir palpability is another major concern of IPP 
recipients. For this reason, the reservoir is traditionally 
placed in the Space of Retzius where it is imperceptible to 
the patient. However, placement into this space is performed 

blindly and places the patient at risk of bowel, bladder, or 
vascular injury. To avoid injury, implanters may choose to 
place the reservoir in an alternate, ectopic location (51).  
Companies designed new reservoirs that would remain 
flat when filled (Conceal reservoir, AMS and Cloverleaf 
reservoir, Coloplast) to minimize reservoir palpability in 
ectopic locations. In 2015, Coloplast’s Cloverleaf reservoir 
became the first to receive FDA approval for labeling 
instructions to include “ectopic” placements.
Latest three-piece IPP developments
Boston Scientific Corporation has submitted several new 
patents to improve upon aspects of the three-piece IPP 
design. Patent #10285815, #9522065, and #9889010 
describe a dual poppet valve assembly to ensure better filling 
of the pump bulb and general fluid flow throughout the 
hydraulic system. Patent #9808343 describes a piezoelectric 
pump powered by an external magnetic field. This would 
assist patients with easier IPP inflation, and potentially 
eliminate any residual complaints associated with locating 
the pump manually and soreness during inflation. New 
developments with this patent remain to be seen.

The Zephyr Surgical Implant (ZSI) 475 is a newer three-
piece IPP introduced to the international market, which 
has not yet been approved by the FDA. The implant offers 
increased width as well as rigidity and stability due to a 
three-layer design of silicone (outer and internal layers) and 
biocompatible Polyester (middle layer). One study on the 
implantation of ZSI 475 penile prosthesis in male subjects 
has been published to date. It identified 28 patients who 
had the ZSI 475 implanted between 2012 and 2016. At a 
mean follow-up of 35 months, patients reported a mean 
satisfaction rating of 93%. There were three complications 
reported: one patient developed a scrotal hematoma, 
one needed a full prosthesis replacement due to a tubing 
breakage and the third required surgical intervention to 
adjust pump positioning (52).

Surgical considerations and post-operative results for 
three-piece implants
Cylinders
IPP cylinder implantation can be complicated in cases of 
corporal fibrosis—a process in which smooth muscle is 
replaced by fibrotic tissue—which can occur from varying 
causes including diabetes, prior intracorporal injection 
therapy, ischemic priapism, and PD (41). In more difficult 
fibrosis cases—cavernotomes, or beveled rasping tools, 
can be used to core out a tunnel suitable to house a penile 
implant. Other techniques which have been investigated 
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to accommodate implants in patients with fibrotic corpora 
include extended/wider incisions, multiple incision methods, 
and corporal counter incisions. The use of synthetic 
grafting materials has fallen out of practice due to high 
rates of patient infection (up to 50%) (53). Smaller implants 
can also be placed in patients with more serious cases of 
fibrosis—either permanently or to progressively expand 
the corporal tunnel to allow for replacement with a larger 
implant in the future (41). The AMS 700CX and Coloplast 
Titan have been investigated for prosthesis implantations in 
PD patients which required adjuvant modeling (bending of 
penis in opposition to pathologic curve) procedures during 
surgery. Of 138 PD patients implanted with either the AMS 
700 CX (88 patients) or Coloplast Titan (50 patients), there 
were no statistically significant difference in device survival. 
Two prostheses were removed because of infection and 
eight required revision surgery for device malfunction (54).

Glans hypermobility may be caused by inadequate 
prosthesis cylinder sizing or positioning, though can also be 
due to anatomic variation, whereby a patient’s corpora do 
not fully extend to the distal glans (41). If the defect does 
not correct during the healing process, a surgical solution 
may be required. In this procedure, a hemi-circumcisional 
incision is made opposing the tilting direction, and the 
glans is dissected from the distal tips of the corpora while 
the cylinders are inflated—permanent sutures are placed to 
anchor the glans to the distal tunica albuginea (41).

The most common complaint associated with penile 
prosthesis surgery is the perception of lost penile length—
which may be due to the lack of glans engorgement (55). 
Urologists have published results of surgical penile length 
preservation and restoration techniques at the time of 
prosthesis implantation, including the sliding, modified 
sliding, and multiple slice techniques. These surgical 
procedures involved more complex and risky steps, 
including: penile degloving, mobilization of the dorsal 
neurovascular bundle, dissection and separation of corpus 
spongiosum tissue from the cavernosal bodies, and finally, 
incisions through the Buck’s fascia of the corporal bodies 
to release them, allowing for penile lengthening (55). 
For three-piece IPPs placement in patients without pre-
existing fibrosis, PD, or other corporal defects, other penile 
length conservation procedures are also studied, including 
aggressive cylinder sizing or the “new length measurement 
technique NLMT” in conjunction with postoperative 
rehabilitation inflation protocol (56-58).
Infection control
Skin flora account for the primary groups of bacteria 

responsible for prosthesis infections (59). To decrease 
this risk of infection, the “no-touch” technique utilizes a 
draped fenestration to prevent any contact between the 
patient’s skin and the surgeon or instruments. Eid et al. 
studied infection rates seen with antibiotic coated devices 
implanted by a single surgeon between 2002 and 2011. 
The study concluded that antibiotic coated implants lower 
infection risk from 5.3% to 2%, while the “no-touch” 
technique lowered infection rates to 0.46% (60). There 
were no significant differences between AMS and Coloplast 
devices with respect to infection rate. Dhabuwala et al. have 
compared infection rates of different antibiotic solutions 
in penile surgery. Though no statistically significant 
results were found, Titan Coloplast implant infection rates 
by antibiotic combination were: 4.4% for vancomycin/
gentamycin, 0% rifampin/gentamicin; the AMS Inhibizone-
coated implant infection rate was 1.3% (47).

New research in antibacterial coatings of penile prostheses 
emphasizes the need to account for the potential of 
fungus and non-traditional bacterial attack when choosing 
antibiotic dips. While gram positive staph epidermidis is 
considered the most common culprit in infected implants, 
studies indicate the bacterial compositions of IPP biofilms 
appear to be changing: including noted trends of reduced 
gram positive bacteria and proliferation of gram negative 
bacteria and fungi in coated implants at the time of 
revisionary surgery (48,61-63). A multi-center study 
of penile prosthesis infections concludes that 14–38% 
of prosthesis infections involve micro-organisms not 
covered by current AUA and EUA antibiotic guidelines, 
highlighting the continued vigilance in improving surgical 
technique and medical management of infection (64).
Reservoirs
Traditionally, reservoirs in three-piece IPPs are placed in 
the space of Retzius as it is imperceptible to the patient. 
In patients with a history of pelvic surgery or radiation, 
placement in the space of Retzius is high risk and the 
reservoir is alternative, ectopic locations such as a high 
submuscular placement (65,66). Another ectopic reservoir 
placements is subcutaneous, for obese patients (67-69). The 
decision of where to place the reservoir is usually made 
preoperatively, but can also be decided intraoperatively after 
observing a patient’s anatomy (36). Though rare, intra- and 
post-operative reservoir complications do occur, including: 
inguinal herniation, bowel/bladder erosion, auto-inflation, 
and infection (65). These risks may be increased in patients 
which have had robotic assisted laparoscopic prostatectomy, 
which can destroy the space of Retzius (65). In the case of 
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any injury to the bladder during prosthesis placement or 
erosion into the bladder post-operatively, contralateral or 
ectopic placement of the reservoir can be performed (70). 
Reservoir migration through the inguinal canal is a rare 
occurrence, with reported rates of 0.09% to 1.2% in Space 
of Retzius placement, and 1.4% in alternative reservoir 
placements (71). Reservoir herniation requires either 
reservoir replacement or repositioning through an inguinal 
incision—and techniques including a purse string suture to 
support the inguinal ring or higher inguinal canal placement 
(≥4 inches) are described in the literature (72,73). Surgical 
results from three-piece IPP implantation procedures are 
presented in Table 4 (35,54,74-85).

Penile prosthesis in phalloplasty

Gender reassignment surgery is a very complicated process 
that commonly involves several sub-procedures including 
penile urethroplasty, urethral lengthening, scrotoplasty, 
hysterectomy and oophorectomy, and testicular implants. 
The goals of phalloplasty are fabrication of a life-like 
penis with tactile and erogenous sensation, ability to stand 
during micturition, and the potential for erection and 
penetrative intercourse (86). In gender-affirming surgeries 
with neophallus construction, many patients require a 
penile prosthesis as a last step to be able to engage in 
sexual intercourse. Radial forearm flap phalloplasty with 
a simultaneous urethral reconstruction using the “tube 
within tube” technique is considered the current standard 
procedure female to male reassignment surgery. Other 
anatomic locations which can be used for tissue donation 
during phalloplasty include the anterolateral thigh, 
abdomen, superficial circumflex iliac artery perforator flap, 
and thoracodorsal artery perforator flap (87,88).

There are several complications associated with 
neophallus placement in gender reassignment, including 
partial/full phallic loss, infection, supersonic transporter 
deformity, hematoma, wound dehiscence, and urinary fistula 
and stricture complications (86,89). These complications 
are associated with the increased difficulty of gender 
reassignment surgeries with respect to existing patient 
anatomy. In comparison with prosthesis placement in cis 
males, transgender patients do not have corpora cavernosa 
or a crus of the penis, have different transplanted tissue at 
the site of the phallus, and also have implants placed in an 
area which has been previously operated on extensively with 
increased amounts of scar tissue and less vascularization (90).

Results from neophallus penile prosthesis implantation

The first report of prosthesis implantation in a female to 
male transgender patient was described by Puckett and 
Montie in 1978 (91). There are several retrospective studies 
comparing post-operative outcomes of gender affirming 
surgeries that used different types of penile prostheses. 
Zuckerman et al. analyzed results from 21 patients 
receiving malleable implants (Duraphase or Spectra) and 10 
receiving inflatable prostheses (AMS CX/CXR or Coloplast 
Titan). The post-operative complication rate was 23% 
at median 5.5-month follow-up. Complications included 
the explantation of five prostheses (two of which were 
replaced) due to infection or erosion (92). Interestingly, 
researchers noted that 81% of patients were sexually active 
at 60 months after follow-up. The researchers conclude 
the study endorsing IPPs for neophallus implants, as the 
option of deflating the IPP can reduce pressure on the distal 
neophallus and decrease risk of erosion.

Hoebeke et al. published results from the implantation 
of ten one-piece Dynaflex (withdrawn from market in 
1997) and 25 three-piece AMS prostheses between 1996 
and 2001. Of the ten one-piece devices, one was explanted 
due to mechanical failure and another was removed due to 
infection. At a mean follow-up of 3.5 years, the remaining 
eight patients had a working one-piece prosthesis in place. 
Of the 25 three-piece IPPs placed, four prostheses were 
removed due to infection and one was removed due to 
mechanical failure (93).

The same team published a larger study in 2010—the 
largest series on transsexual males to date—that looked at 
results from penile prosthesis implantation in 129 patients  
between 1996 and 2007. Dynaflex (n=9), AMS three-
piece CX/CXM (n=50), AMS CX with Inhibizone (n=17), 
Ambicor (n=47), and Coloplast (n=6) prostheses were 
placed in the study (90). Results from this study were 
presented according to prosthesis type in several categories: 
infection, protrusion, leak, dysfunction, malposition, and 
“other”. The Dynaflex prosthesis had the highest rate of 
mechanical dysfunction (53.3%) among the placed devices, 
while the AMC Ambicor had the lowest rate of mechanical 
dysfunction (0%). Nearly 55% (n=38) of AMS three-
piece devices without Inhibizone required explantation 
due to infection (n=9), protrusion (n=7), leakage (n=12), 
or dysfunction (n=10). A lower percentage of three-piece 
AMS CX Inhibizone prostheses required explantation—
of 34 implants 12 were explanted (35.3%) because of 
infection (n=2), leakage (n=3), mechanical dysfunction (n=4), 
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and protrusion (n=3) (90). Researchers identified higher 
infection rates for all prostheses implanted in neophalluses 
when compared with prostheses implanted in cis males 
(13% vs. 3.2% for non-coated three-piece devices). This 
important study highlights the need for improvements in 
infection prevention, prosthesis placement, and implant 
mechanical reliability in neophallic prosthetic placement.

Most recently, in 2019, results were released from a 
retrospective cohort study of 32 transgender men who 
elected to have a variety of penile prosthesis implants 
placed between 1989 and 2018 (94). The Coloplast Genesis 
(n=14), AMS Dynaflex (n=13), AMS Ambicor (n=3), 
and AMS Spectra (n=2) implants were placed. Of the 
originally implanted prostheses, 16 (50%) were replaced 
or removed after a median of 1.1 years. Five of the devices 
were explanted because of infection. Despite this study 
being one of the most recent publications in the field of 
penile prosthetics on gender reassignment surgeries, it 
lacks data from more recent two and three-piece prosthesis 
models. Table 5 presents important post-operative metrics 
by prosthesis type and model from all available published 
studies on penile implants in female to male neophallus 
prosthesis implantation (90,95-100).

Female to male specific penile prosthesis

The ZSI 100 FtM implant is a malleable penile prosthesis 
specifically designed for female to male phalloplasty. The 
prosthesis is secured through a proximal plate composed 
of steel and covered with silicone is secured to the patient’s 
pubic bone. The body of the neophallus is composed 
of a stainless-steel core surrounded by a medical grade 
silicone shell. The implant is designed to achieve an erect 
state through manipulation with one hand. A 2019 study 
examines surgical results for patients implanted with the 
ZSI FtM device, following prior phalloplasty through one 
of various methods (the majority of patient underwent 
combination, anterolateral thigh flap, or radial forearm 
flap phalloplasty). The mean time between phalloplasty 
and prosthesis placement was around 3.5 years. In a mean 
follow-up time of 6 months, the prosthesis was explanted 
in 11/25 patients—due to infection (n=3), protrusion 
(n=4), pubic pain (n=1), and general difficulty living with 
the implant (n=3) (52). Researchers noted that patients 
complained about getting used to the implant, about 
difficulty “hiding” implants in shorter neophalluses due to 
limited bending, and about pain experienced by patients due 
to the “quite large” fixation plate which is attached to the 
pubic periosteum (52).T

ab
le

 4
 (c

on
tin

ue
d)

A
ut

ho
r

S
tu

dy
 

pe
rio

d
D

ev
ic

es
P

at
ie

nt
s

M
ea

n 
F/

U
 

(m
os

.)
In

fx
n.

M
ec

h.
 

D
ys

fu
n.

E
xp

la
nt

s
E

ro
si

on
E

D
IT

S
 

sc
or

e
IIE

F
G

en
er

al
 P

t. 
sa

tis
fa

ct
io

n
O

ve
ra

ll 
de

vi
ce

 
su

rv
iv

al
 

N
eg

ro
 e

t a
l. 

(8
3)

, (
20

16
)

20
09

–2
01

2
A

M
S

 L
G

X
36

6
0

0
0

0
77

.8
 m

ea
n 

at
 1

2 
m

o.
8.

3 
m

ea
n 

at
 1

2 
m

o.
N

/A
10

0%
 a

t 6
 m

o.

W
ils

on
 e

t a
l. 

(8
4)

, (
20

07
)

N
/A

 
(p

ro
sp

ec
tiv

e 
st

ud
y)

A
M

S
 7

00
 

S
er

ie
s/

M
en

to
r 

A
lp

ha
 1

/M
en

to
r 

A
lp

ha
 1

 N
B

2,
38

4
N

/A
7%

 (b
y 

10
 y

r.)
20

.6
%

 (b
y 

10
 y

r.)
N

/A
N

/A
N

/A
N

/A
98

.1
%

 1
0 

yr
. 

es
t.

68
.5

%
 re

vi
si

on
 

fr
ee

 1
0 

yr
.

D
ha

r 
et

 a
l. 

(8
5)

, (
20

06
)

19
86

–2
00

4
A

M
S

 7
00

 C
X

/
C

X
M

38
0

7.
6 

yr
.

8 
(2

%
)

39
 (1

0.
3%

)
N

/A
8 

(2
%

)
N

/A
N

/A
N

/A
74

.9
%

  
(1

0 
yr

. e
st

.)

*T
ab

le
 in

cl
ud

es
 re

su
lts

 fr
om

 A
M

S
 a

nd
 C

ol
op

la
st

 p
ro

st
he

si
s 

m
od

el
s 

pu
bl

is
he

d 
si

nc
e 

20
06

. M
R

, m
in

oc
yc

lin
e/

rif
am

pi
n;

 N
/A

, n
ot

 a
pp

lic
ab

le
 o

r 
di

re
ct

ly
 p

ro
vi

de
d/

an
al

yz
ed

.



2642 Polchert et al. Penile prosthetic surgery advancements

  Transl Androl Urol 2021;10(6):2629-2647 | http://dx.doi.org/10.21037/tau-20-1279© Translational Andrology and Urology. All rights reserved.

T
ab

le
 5

 T
ra

ns
ge

nd
er

 s
ur

ge
ry

 I
P

P
 im

pl
an

ta
tio

n 
re

su
lts

A
ut

ho
r

S
tu

dy
 

pe
rio

d
D

ev
ic

es
P

at
ie

nt
s

M
ea

n 
 

fo
llo

w
 u

p
In

fe
ct

io
n 

M
ec

ha
ni

ca
l 

dy
sf

un
ct

io
n

E
xp

la
nt

at
io

n
M

al
po

si
tio

n
E

ro
si

on
E

D
IT

S
 

sc
or

e
IIE

F
G

en
er

al
 

sa
tis

fa
ct

io
n

O
ve

ra
ll 

de
vi

ce
 

su
rv

iv
al

 

N
eu

vi
lle

 
et

 a
l. 

(9
5)

 
(2

01
6)

20
07

–
20

15
A

M
S

 
A

m
bi

co
r*

71
4 

ye
ar

s
1 

(1
.1

%
)

5 
(7

%
)

N
ot

 
id

en
tif

ie
d

9 
(1

2.
7%

)
4 

(4
.2

%
)

N
/A

N
/A

N
/A

N
/A

A
M

S
 

A
m

bi
co

r
19

3 
(3

.1
%

)
2 

(2
.1

%
)

2 
(1

0.
5%

)
0 

(0
.0

%
)

N
eu

vi
le

 
et

 a
l. 

(9
6)

 
(2

01
9)

Z
S

I 4
75

 
Ft

M
20

8.
9 

m
on

th
s

1 
(4

.7
%

)
2 

(9
.5

%
)

2 
(9

.5
%

)
1 

(4
.7

%
)

N
/A

82
 (1

7.
5)

20
.2

 (7
.9

)
N

/A
N

/A

Fa
lc

on
e 

et
 a

l. 
(9

7)
 

(2
01

8)

20
01

–
20

15
A

M
S

 7
00

 
C

X
22

6
20

 m
on

th
s

N
=

21
 

(8
.5

%
)

N
=

38
 

(1
5.

4%
)

N
=

21
 (8

.5
%

)
N

=
48

 
(1

9.
4%

)
N

/A
N

/A
N

/A
88

%
Fi

ve
-y

ea
r 

su
rv

iv
al

 o
f 

78
%

A
M

S
 7

00
 

C
X

M
/R

31

A
M

S
 

A
m

bi
co

r
13

Ti
ta

n 
C

ol
op

la
st

58

H
oe

be
ke

 
et

 a
l. 

(9
0)

 
(2

01
0)

19
96

–
20

07
D

yn
af

le
x

9
30

.2
 m

on
th

s
1 

(6
.7

%
)

8 
(5

3.
3%

)
12

2 
(1

3.
3%

)
0 

(0
.0

%
)

N
/A

N
/A

N
/A

N
/A

A
M

S
 C

X
/

C
X

M
50

9 
(1

3.
0%

)
10

 (1
4.

5%
)

38
14

 (2
0.

3%
)

7 
(1

0.
1%

)

A
M

S
 C

X
 

In
hb

iz
on

e
17

2 
(5

.9
%

)
4 

(1
1.

8%
)

11
3 

(8
.8

%
)

3 
(8

.8
%

)

A
M

S
 

A
m

bi
co

r
47

9 
(1

5.
3%

)
0 

(0
.0

%
)

12
7 

(1
1.

9%
)

5 
(8

.5
%

)

C
ol

op
la

st
6

1 
(1

2.
5%

)
2 

(2
5.

0%
)

4
1 

(1
2.

5%
)

0 
(0

.0
%

)

C
oh

en
 

et
 a

l. 
(9

8)
 

(2
01

7)

20
06

–
20

15
A

M
S

 L
G

X
5

49
 m

on
th

s
5 

to
ta

l 
(5

0%
)

2 
to

ta
l (

20
%

)
7 

to
ta

l (
70

%
)

3 
to

ta
l (

30
%

)
N

/A
N

/A
N

/A
93

%
 

80
%

 
de

vi
ce

 
su

rv
iv

al
 a

t 
49

 m
on

th
s

A
M

S
 C

X
5

Le
ric

he
 

et
 a

l. 
(9

9)
 

(2
00

8)

A
m

bi
co

r/
A

M
S

 6
00

/
A

M
S

 
70

0S

38
 to

ta
l 

pa
tie

nt
s

11
0 

m
on

th
s

11
 to

ta
l c

as
es

 o
f 

m
ec

ha
ni

ca
l d

ys
fu

nc
tio

n 
or

 in
fe

ct
io

n

3 
N

/A
N

/A
N

/A
N

/A
95

%
N

/A

B
et

to
cc

hi
 

et
 a

l. 
(1

00
) 

(2
00

5)

19
89

–
20

00
M

al
le

ab
le

8
N

/A
N

/A
N

/A
6

N
/A

6
N

/A
N

/A
N

/A
N

/A

D
yn

af
le

x
9

–
–

*T
w

o-
pi

ec
e 

pr
os

th
es

is
 A

M
S

 7
00

 C
X

R
/A

M
S

C
X

/Z
M

S
60

0-
65

0 
w

ith
 v

as
cu

la
r 

gr
af

t p
ro

ce
du

re
. N

/A
, n

ot
 a

pp
lic

ab
le

 o
r 

di
re

ct
ly

 p
ro

vi
de

d/
an

al
yz

ed
 in

 th
e 

st
ud

y.



2643Translational Andrology and Urology, Vol 10, No 6 June 2021

  Transl Androl Urol 2021;10(6):2629-2647 | http://dx.doi.org/10.21037/tau-20-1279© Translational Andrology and Urology. All rights reserved.

Conclusions

Several  surgical  and technological  advances have 
revolutionized the penile prosthetic implant since the 
early 1980s. The discovery and application of advanced 
polymeric prosthetic materials, antibiotic coatings, 
and increased length and width options have increased 
functionality, strength, and device lifetimes. At the same 
time, these advances have reduced both infections and 
overall complication rates (101). Studies on the latest 
iterations of the three penile prosthetic device types indicate 
patient satisfaction ratings consistently above at or above 
75%. Provided a patient is a suitable candidate for a three-
piece IPP, many experts consider this device type to be the 
highest standard for biological mimicry of an erect human 
penis. While there is apparent consensus that that the 
three-piece implant is a high-quality option for female to 
male transgender surgery, limited studies on the efficacy of 
these prosthetic devices in transgender patients were found 
upon completion of this review. All of the available data 
on penile prostheses in gender affirmation surgery comes 
from retrospective studies. Their findings indicate that 
infection and complication rates are higher in transgender 
prosthesis placement surgeries than in implantations in cis 
males. Results from any future randomized clinical trials 
of prosthesis implants in transgender patients would help 
further clarify the best prosthesis options for this patient 
population. There is very limited research on the ZSI 475 
FtM, the first prosthesis specifically designed for female 
to male phalloplasty. Preliminary results indicate a lower 
infection rate (4.7%) than seen in studies implanting other 
prostheses. Still, the infection rates are nearly double those 
reported for three-piece IPP in the cis males, highlighting 
the need for continued research and development of the 
more successful penile implantation options for gender-
reassigned males.
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