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Figure S1 The procedure of AccuFFRangio and its variations: pAccuFFRangio, vAccuFFRangio, and sAccuFFRangio. For each variation, 
there is one change compared to the workflow of the standard AccuFFRangio.

Table S1 The comparison (P values) of the accuracy, sensitivity, and specificity between the standard AccuFFRangio and its variations.

AccuFFrangio vs. 
pAccuFFrangio

AccuFFrangio vs. 
vAccuFFrangio

AccuFFrangio vs.  
sAccuFFrangio

Accuracy 0.031 <0.001 <0.001

Sensitivity <0.001 0.344 <0.001

Specificity 0.388 <0.001 1.000

Sensitivity, specificity, and accuracy for diagnosis were compared using the McNemar test.


